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Introduction {#sec001}
============

Stepping can be restored in individuals with paraplegia due to spinal cord injury (SCI) using technologies such as functional neuromuscular stimulation (FNS) \[[@pone.0183125.ref001],[@pone.0183125.ref002]\], passive lower limb bracing most notably reciprocal gait orthoses (RGO) \[[@pone.0183125.ref003]\], powered exoskeletons \[[@pone.0183125.ref004]\], and hybrid neuroprostheses (HNP) \[[@pone.0183125.ref005],[@pone.0183125.ref006]\].

Neural stimulation can provide the necessary joint torques required for standing and stepping by contracting the lower limb muscles in a coordinated manner \[[@pone.0183125.ref001],[@pone.0183125.ref002]\]. Passive lower limb bracing can enable stepping by locking joints to support the user while the upper extremities balance and advance the body \[[@pone.0183125.ref003]\]. Powered exoskeletons have motors capable of supporting and moving lower extremity joints through the trajectories needed to complete steps \[[@pone.0183125.ref004]\]. In general, commercially-available powered exoskeletons (12--23 kg) have electric motors at hip and knee joints to move the lower limbs through a preset walking pattern. The HNP is a muscle-first approach that combines the primary power derived from FNS and the stability of passive lower limb controllable bracing (exoskeleton) \[[@pone.0183125.ref005],[@pone.0183125.ref006]\]. Neural stimulation generates the necessary joint moments required for walking in paraplegia, while the exoskeleton provides the ability to support and stabilize the user by locking, unlocking, coordinating joints, and constraining degrees of freedom to the sagittal plane. Exoskeletons can be instrumented with sensors for feedback control to coordinate neural stimulation with context-dependent joint constraints. Most systems for walking in individuals with paraplegia require some upper body effort to maintain balance by means of walking aids. In addition, because muscle stimulation response differs among individuals and muscles fatigue rapidly at high duty cycle of stimulation required for walking, power assistance by external motors has recently been proposed and implemented to improve walking in hybrid systems \[[@pone.0183125.ref007],[@pone.0183125.ref008],[@pone.0183125.ref009]\].

Each of these technologies requires users to expend a certain amount of metabolic energy to walk that is typically more than required during able-bodied walking. Metabolic energy can be measured in the volume of oxygen consumed (ml of O~2~/min/kg). In addition, the physiological cost index (PCI) measured in heart beats per meter is often used to report energy cost of walking \[[@pone.0183125.ref010],[@pone.0183125.ref011]\]. While this method is not reliable for comparison across subjects, it is reliable for comparing energy cost within a subject under different conditions \[[@pone.0183125.ref012]\].

Able-bodied individuals walking at an average normal speed of 1.3 m/s use about 3.4 times the average amount of oxygen consumed at rest \[[@pone.0183125.ref013]\], expressed as a "metabolic equivalent" where one MET is approximately 3.5 ml O~2~/min/kg. An individual with paraplegia uses 8 METs when walking at 0.5 m/s with FNS-alone \[[@pone.0183125.ref002]\] and 4.4 METs when walking with an RGO at approximately 0.2 m/s \[[@pone.0183125.ref005]\]. In comparison, individuals with paraplegia walking in powered exoskeletons had metabolic demands averaging 3.3 METs at an average speed of 0.27 m/s \[[@pone.0183125.ref014]\].

Only a limited number of muscles can be activated via stimulation for walking after paraplegia, resulting in generation of joint moments less than able-bodied values but adequate to restore stepping motions before onset of muscle fatigue \[[@pone.0183125.ref001]\]. Therefore, users of FNS-only systems rely substantially on the upper extremities for support and balance. As a result, the metabolic energy consumed when walking with stimulation alone or combined with an exoskeleton in a hybrid neuroprosthesis is considerably higher than for normal walking at comparable speeds. In order to isolate the effects of the exoskeleton and separate them from the metabolic costs of stimulation, only able-bodied subjects were evaluated in this study. Unimpaired walking by abled-bodied individuals provides the optimal neuromuscular system for stepping in the exoskeleton, since normal muscle activation is available. An exoskeleton that increases effort and limits walking speed in able-bodied individuals is also likely to hinder walking in individuals with paraplegia whose muscles may be deconditioned and easily fatigued with stimulation. Therefore, we hypothesized that able-bodied individuals walking with the joint constraints of an exoskeleton could attain speeds relevant for community ambulation at sustainable levels of metabolic energy expenditure. In this study, we evaluated the performance of the passive exoskeletal component of the HNP system during able-bodied walking, as measured by metabolic energy consumption, physiological cost index, walking speed, cadence, and step length.

Methods {#sec002}
=======

Six able-bodied individuals ([Table 1](#pone.0183125.t001){ref-type="table"}) volunteered and signed the written informed consent forms to participate in this study approved by the Louis Stokes Cleveland Department of Veterans Affairs Medical Center Institutional Review Board. Data were collected within one week of enrollment over the course of a one-month period. Participants walked in the exoskeleton over level ground. The subjects were an average of 45 ± 17 years old, 67 ± 6 kg in weight, and 170 ± 6 cm in height.
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###### Subject characteristics.
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  --------------------------------------------------------
  Subject   Gender   Age\      Weight (kg)   Height (cm)
                     (years)                 
  --------- -------- --------- ------------- -------------
  1         F        27        62            165

  2         M        66        73            180

  3         M        23        67            170

  4         M        58        74            173

  5         M        53        68            167

  6         F        45        57            164
  --------------------------------------------------------

The joint constraints of the exoskeleton were implemented at the hip and knee by means of previously described hydraulic mechanisms \[[@pone.0183125.ref015],[@pone.0183125.ref016],[@pone.0183125.ref017]\]. The variable constraint hip mechanism can reciprocally couple, lock, or unlock the hip joints \[[@pone.0183125.ref015]\], and the stance control knee mechanism can lock or unlock the knee joints \[[@pone.0183125.ref016]\]. The ankle joints were locked at neutral. Average passive resistances to rotary motion at the hip and knee joints were determined for the mechanisms in bench testing with a dynamometer. During 1:1 hip reciprocal coupling evaluated at 120°/sec, passive resistance for hip flexion and extension was an average of 13.0 Nm and 17.1 Nm, respectively. The passive resistance at the knee during rotations at 120°/sec was 3.7 Nm and 3.6 Nm for knee flexion and extension, respectively.

The exoskeleton was setup by priming the hip and knee hydraulic circuits and adjusting the upright lengths for each participant such that the hip and knee joint centers were aligned \[[@pone.0183125.ref015],[@pone.0183125.ref016]\]. The ankles were fixed at neutral in solid ankle-foot orthoses while the hips were reciprocally coupled and knees were free to move. Subjects were strapped into a thoracic corset attached to the pelvic band of the exoskeleton. Once the exoskeleton was donned while sitting in a chair at the end of the walkway, subjects practiced walking for approximately five minutes to ensure correct fit and alignment, and to familiarize themselves with stepping in the device. All subjects held onto a walker for safety. After the initial practice period, subjects returned to sitting, and a K4 b^2^ metabolic analyzer (COSMED, Rome, Italy) and heart rate monitor were donned ([Fig 1](#pone.0183125.g001){ref-type="fig"}). The individual in [Fig 1](#pone.0183125.g001){ref-type="fig"} has given written informed consent (as outlined in PLOS consent form) to publish this image.

![Subject wearing exoskeleton and metabolic analyzer.](pone.0183125.g001){#pone.0183125.g001}

Baseline oxygen consumption was measured with subjects sitting at rest. After five minutes, the subjects were instructed to stand up and walk as fast as possible. The exoskeleton was set in reciprocal gait orthosis mode with the hips reciprocally coupled, the knees unlocked, and ankles locked at neutral. The subjects walked for approximately five minutes, four times down and back along a 95 m long hallway turning at each end. Oxygen consumption and heart rate were recorded on the metabolic analyzer and joint angle data (US Digital encoders, Vancouver, WA, USA) from the brace were recorded wirelessly on a laptop via Bluetooth. After four laps, the subjects returned to sitting for five minutes or until their heart rate and oxygen consumption returned back to resting values. The subjects then removed the exoskeleton and returned to sitting at rest before performing the walk again without the exoskeleton. After five minutes of sitting at rest, the subjects were instructed to stand up and repeat walking at a speed matching that previously attained with the exoskeleton, while oxygen consumption and heart rate data were recorded. Speed matching in the second condition of free walking without the exoskeleton was ensured by comparing the cadence and walking speed (number of steps and time) at regular intervals and verbally instructing the need to speed up or slow down to match the cadence and speed in the first condition of walking with the exoskeleton. After walking, the subjects returned to sitting at rest for approximately five minutes.

Number of steps, time to walk each length of 95 m, heart rate, and oxygen consumption were recorded. From these data, the physiological cost index (PCI), average walking speed, cadence, and step length were calculated. Oxygen consumption and heart rate were averaged over the last 2--3 minutes of walking when steady state was reached. The average PCI when walking with and without the exoskeleton was calculated by subtracting the average resting heart rate from the average walking heart rate and dividing by walking speed \[[@pone.0183125.ref012]\]. The data were analyzed using a one-way analysis of variance test (ANOVA) with Bonferroni multiple-comparison correction for a 95% confidence interval (p \< 0.05) with Minitab 17 Statistical Software (Minitab Inc., State College, Pennsylvania) to determine the statistically significant differences between walking with and without the exoskeleton. Joint angles were recorded only when walking with the exoskeleton.

Results {#sec003}
=======

All subjects were able to achieve a walking speed appropriate for community ambulation \[[@pone.0183125.ref018],[@pone.0183125.ref019],[@pone.0183125.ref020]\] in the exoskeleton with hips coupled, knees free and ankles fixed at neutral. The average maximum walking speed with the exoskeleton across all subjects was 1.2 ± 0.2 m/s, with cadence of 104 ± 11 steps/min, and step length of 70 ± 7 cm. When normalized to height, the average step length was not significantly different within each subject between conditions. Without the exoskeleton, subjects walked with an average speed of 1.3 ± 0.2 m/s, cadence of 108 ± 26 steps/min, and step length of 73 ± 7 cm. [Table 2](#pone.0183125.t002){ref-type="table"} lists the gait parameters for each subject. These were not significantly different within subjects (p\>0.05). However, when compared between subjects, step length for Subject 5 in the exoskeleton was significantly different (p\<0.05) compared to Subject 2 walking with and without the exoskeleton. The average step length normalized to height was significantly different (p\<0.05) between Subject 5 with the exoskeleton and Subject 1 without the exoskeleton.
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###### Average walking speed, cadence, and step length for each subject walking with and without the exoskeleton.
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  -----------------------------------------------------------------------------------------------------
  Subject       Speed\          Cadence\        Step Length\                               
                \[m/s\]         \[steps/min\]   \[cm\]                                     
  ------------- --------------- --------------- -------------- -------------- ------------ ------------
  1             0.9 ± 0.1       1.3 ± 0.4       86 ± 4         106 ± 50       66 ± 5       77 ± 10

  2             1.4 ± 0.1       1.4 ± 0.4       103 ± 5        112 ± 47       80 ± 1       79 ± 11

  3             1.2 ± 0.1       1.3 ± 0.2       97 ± 5         107 ± 12       71 ± 2       70 ± 3

  4             1.2 ± 0.1       1.2 ± 0.1       105 ± 2        102 ± 5        68 ± 8       72 ± 3

  5             1.2 ± 0.1       1.2 ± 0.03      117 ± 4        105 ± 1        63 ± 5       68 ± 2

  6             1.4 ± 0.1       1.4 ± 0.1       113 ± 4        116 ± 5        73 ± 2       71 ± 2

  **Average**   **1.2 ± 0.2**   **1.3 ± 0.2**   **104 ± 11**   **108 ± 26**   **70 ± 7**   **73 ± 7**
  -----------------------------------------------------------------------------------------------------

The average peak hip and knee angles when walking in the exoskeleton were 25 ± 7° and 40 ± 8°, respectively. The average peak hip angular velocity was 128 ± 16°/sec, with individual subject averages ranging from 117 to 142°/sec. The average peak knee angular velocity was 234 ± 70°/sec, with individual subject averages ranging from 169 to 328°/sec.

Oxygen consumption was 1.6 to 2.4 times higher for walking with the exoskeleton than without, as illustrated for each subject in [Fig 2](#pone.0183125.g002){ref-type="fig"}. When averaged over all subjects, oxygen consumption was approximately twice as high when walking in the exoskeleton as without it. The average O~2~ consumption when walking with the exoskeleton (22.5 ± 3.4 ml/min/kg) was also significantly higher (p\<0.001) than walking without the exoskeleton (11.7 ± 2.0 ml/min/kg).

![O~2~ consumption for each subject and averaged across all subjects when walking with and without the exoskeleton.](pone.0183125.g002){#pone.0183125.g002}

The average heart rate was at least 30% higher when walking with the exoskeleton than without ([Fig 3](#pone.0183125.g003){ref-type="fig"}). The average heart rate ranged from 116 to171 beats/min when walking with the exoskeleton, and from 80 to113 beats/min without the exoskeleton. When corrected for age, percent of the maximum heart rate (i.e. 220 beats/min--age) was significantly higher (p\<0.001) when walking with the exoskeleton (85.3 ± 12.6% maximum heart rate) than walking without the exoskeleton (56.7 ± 6.8% maximum heart rate).

![Percent of age corrected maximum heart rate for each subject and averaged across all subjects when walking with and without the exoskeleton.](pone.0183125.g003){#pone.0183125.g003}

The PCI was at least 4.3 times higher when walking with the exoskeleton than without. Average PCI was 1.1 beats/m (range: 0.74 to 1.28 beats/m) when walking with the exoskeleton, and 0.2 beats/m (range: 0.15 to 0.28 beats/m) when walking without the exoskeleton. Similarly, the PCI within each subject was higher when walking with the exoskeleton than walking without the exoskeleton.

Discussion {#sec004}
==========

The able-bodied participants were able to walk in the exoskeleton at the maximum average speeds of 1.2 m/s. They used an average of 22.5 ± 3.4 ml of O~2~/min/kg (6.5 ± 1.0 METs) which was significantly higher than the average consumption of 11.7 ± 2.0 ml of O~2~/min/kg when walking without the exoskeleton (3.4 ± 0.6 METs). Their heart rate increased significantly when walking with the exoskeleton (148 ± 19 bpm) than walking without (99 ± 14 bpm). It is reasonable to expect that if hybrid neuroprosthesis users with paraplegia were to walk with this exoskeleton at the same speed as participants in this study, their metabolic energy expenditure would be even higher since a much higher effort would be required of upper extremities to maintain balance.

For the sake of comparison, oxygen consumption for normal walking at average speed (1.3 m/s) is about 3.4 METs and subjects with paraplegia walking with bilateral knee-ankle-foot orthoses at 0.28 m/s used an average of 4.6 METs \[[@pone.0183125.ref013]\]. Similarly, metabolic demand on individuals with paraplegia walking in a powered exoskeleton was approximately 3.3 METs (ranging from 2.2--4.4 METs), walking at 0.22 m/s up to 0.38 m/s with heart rates averaging 118 ± 21 bpm \[[@pone.0183125.ref014],[@pone.0183125.ref021]\]. Even if individuals with paraplegia were able to achieve walking speeds for community ambulation with an HNP using this exoskeleton, their rate of oxygen consumption would not be sustainable for practical use over any appreciable distance.

Individuals with paraplegia walking with stimulation alone had PCI values ranging from 2.3 to 6.3 beats/m for walking speeds between 0.2 to 0.4 m/s \[[@pone.0183125.ref010]\]. An individual with paraplegia walking at 0.42 m/s in a hybrid system combining stimulation with a reciprocal gait orthosis had a PCI of 1.54 beats/m \[[@pone.0183125.ref011]\]. In our study, able-bodied subjects exhibited a mean PCI of 0.2 beats/m at an average speed of 1.3 m/s, approximating that reported in \[[@pone.0183125.ref012]\]. The PCI increased from 0.2 to 1.1 beats/m when walking with the exoskeleton and resulted in a less energy efficient gait. While the hybrid system may improve energy cost as measured by PCI when compared to walking with stimulation alone, the PCI would likely increase for individuals with paraplegia walking with this exoskeleton. The various outcome measures of speed, METs, and PCI are summarized in [Table 3](#pone.0183125.t003){ref-type="table"} for different devices and conditions.
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###### Speed, METs, and PCI for different conditions and devices.
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  --------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------
  Device                                                                   User                                               Speed \[m/s\]                                           METs                                                 PCI \[beats/m\]
  ------------------------------------------------------------------------ -------------------------------------------------- ------------------------------------------------------- ---------------------------------------------------- ---------------------------
  Exoskeleton                                                              able-bodied                                        1.2 ± 0.2                                               6.5 ± 1.0                                            1.1 (range: 0.74 to 1.28)

  Bilateral knee-ankle-foot orthoses \[[@pone.0183125.ref022]\]            SCI (paraplegia, n = 3)                            0.28 ± 0.22                                             4.6 ± 0.7                                            \--

  FNS \[[@pone.0183125.ref010]\]                                           SCI (T4-T12)                                       0.2--0.4 (n = 5)                                        \--                                                  2.3--6.3 (n = 4)

  RGO+FNS \[[@pone.0183125.ref011]\]                                       SCI (T4, n = 1)                                    0.42                                                    \--                                                  1.54

  Powered exoskeletons \[[@pone.0183125.ref014],[@pone.0183125.ref021]\]   SCI (C4-L1, n = 116) \[[@pone.0183125.ref014]\]\   0.27 (95% CI: 0.22--0.33) \[[@pone.0183125.ref014]\]\   3.3 (95% CI: 2.2--4.4) \[[@pone.0183125.ref014]\]\   \--
                                                                           SCI (T1-T11, n = 8) \[[@pone.0183125.ref021]\]     0.22 ± 0.11 \[[@pone.0183125.ref021]\]                  3.2 ± 0.5 \[[@pone.0183125.ref021]\]                 
  --------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------

(95% CI = 95% confidence interval, C = cervical, L = lumbar, n = sample size, T = thoracic)

The average step length normalized to height was not significantly different within subjects and not significantly different between subjects, except for Subject 5 who had a step length varying from Subjects 1 and 2. Subject 5 had a slightly faster cadence than Subjects 1 and 2, suggesting that Subject 5 may have taken faster but shorter steps. The step length and cadence were most likely at the maxima possible in the exoskeleton due to the constraints of the reciprocally coupled hips, locked ankles, and hydraulic passive resistance.

The average peak hip and knee joint angles of our able-bodied subjects in the exoskeleton were 25° ± 7° and 40° ± 8°, respectively. The peak hip angle was similar to normal peak hip angle (22° ± 5°) during natural cadence (105 ± 6 steps/min), while the peak knee angle was less than normal (65° ± 5°) \[[@pone.0183125.ref023]\]. The exoskeleton (15.9 kg) adds loads of 4.1 kg below the hip and 2.4 kg below the knee. The added weight of exoskeleton uprights can reduce peak knee joint angles during able-bodied walking \[[@pone.0183125.ref024]\]. Compensating for the upright weight could enable able-bodied subjects to walk in the exoskeleton without affecting natural gait dynamics. However, adding distal leg loads increases the metabolic rate required for swinging the leg during gait \[[@pone.0183125.ref025]\].

Average peak hip (128°/sec) and knee (234°/sec) angular velocities for the able-bodied participants walking in the exoskeleton were lower than normal peak hip (\~176°/sec) and knee (\~343°/sec) angular velocities \[[@pone.0183125.ref023]\], potentially due to the need to overcome hydraulic passive resistance and device weight. Hydraulic passive resistances at joint angular velocities during walking in the exoskeleton were extrapolated from bench testing data to be 15 Nm at the hip (128°/sec) and 6 Nm at the knee (234°/sec).

FNS is capable of generating about 60 Nm of hip flexion torque and 15 Nm of knee flexion moment \[[@pone.0183125.ref002]\]. Approximately 25% of the hip flexion torque and 40% of the knee flexion torque generated by FNS would be needed to overcome the passive resistance at the hip and knee joints if walking at similar speeds in this study. This effort would be unlikely sustainable with stimulation for practical walking in persons with paraplegia due to muscle fatigue. Responses to stimulation differ with fatigue and between individuals resulting in varying joint torques and joint angular velocities during stepping.

In this study, the able-bodied participants walked with the knees unlocked in order to eliminate the need for a control system to coordinate joint locking with each step. Locking the knee joints during stance phase could be beneficial for individuals with paraplegia to provide added stability and additional time during gait when the knee extensor muscles could rest to potentially delay the onset of muscle fatigue by reducing duty cycle of muscle activation \[[@pone.0183125.ref016],[@pone.0183125.ref026]\].

The exoskeletal component of the HNP, rather than a commercially-available exoskeleton, was selected for this study because its design is compatible with implanted neuroprostheses that individuals with paraplegia would use for stepping \[[@pone.0183125.ref001],[@pone.0183125.ref002],[@pone.0183125.ref027]\]. While the results from this study are mostly applicable to this specific exoskeleton \[[@pone.0183125.ref006],[@pone.0183125.ref015],[@pone.0183125.ref016],[@pone.0183125.ref017],[@pone.0183125.ref028]\], the results are also valuable to any hybrid neuroprosthesis exoskeleton design where the primary power for walking is derived from neuromuscular stimulation of paralyzed muscles (i.e. a muscle-first approach) and where exoskeleton constraints, weight, and joints' passive resistance could place considerable metabolic demand on the user and affect their potential for restoring community level ambulation. This study indicates a need to focus on designing an exoskeleton that reduces the effects of device weight and joints' passive resistance in order to minimize user effort, unlike the available commercial devices where motive power is derived from motors and the user effort is required only to maintain balance. Future designs of a muscle-first approach should consider external motor power for assistance on an as-needed basis to compensate for weakened muscles and when muscles fatigue with stimulation in order to maintain walking. The passive resistance of exoskeletal joints should be minimized, and actuators used to move the joints should be backdrivable to maximize stimulated walking and physiological benefits of a muscle-first approach.

As commercial technology continues to advance toward incorporating FNS in coordination with the exoskeleton capabilities, there will be a convergence of technologies that will result in their optimal combination into a hybridized system to restore stepping in individuals with paraplegia. The effects of joint constraints, passive resistance and device weight will need to be addressed to achieve this goal. While existing commercially-available powered exoskeletons can successfully restore stepping in individuals with paraplegia, these devices also limit the degrees of freedom to the sagittal plane, have inherent passive resistance in the electric motors, do not provide actuation at the ankle joint, and add weight to each segment of the lower limb, all these factors need to be considered in future system designs that are to be integrated with FNS technology or residual voluntary function.

This study indicates that, even though able-bodied individuals were able to attain community ambulation speeds in the exoskeleton, the metabolic energy expenditure was significantly elevated to levels not sustainable for prolonged walking. This suggests that there are limitations in the system that should be addressed in future designs of devices to restore stepping in individuals with paraplegia. In particular, reducing the passive resistance, having the ability to modulate the reciprocally coupled hips, and unlocking the ankle joint could improve the system. The passive resistance of the hydraulics increased the amount of friction that users had to overcome in order to take each step. Needing to overcome this resistance likely increased the amount of energy that had to be expended. Ideally, the amount of passive resistance should be minimized in any system used to restore gait. By modulating the hip joints between reciprocally coupled and independently freed, the PCI could potentially be lowered by means of increasing step length and speed. However, it is important to balance variable hip coupling with freed hips to ensure that the users have optimal truncal support to reduce forward trunk tilt during walking and reduce the need for upper body support \[[@pone.0183125.ref015]\]. Activating the paralyzed plantar flexor muscles with neural stimulation could provide the active push-off required to increase gait speed and step length, thus reducing energy cost \[[@pone.0183125.ref029]\].

Responses to stimulation can differ between each individual with SCI, resulting in different capabilities for restored stepping \[[@pone.0183125.ref001],[@pone.0183125.ref002]\]. Muscle fatigue and joint range of motion limitations (e.g., contractures) typical after paralysis may also affect system performance. However, physical therapy and rehabilitation exercises can be designed and implemented for each individual with SCI using stimulation to increase endurance and effectiveness of stimulation for restored stepping \[[@pone.0183125.ref002],[@pone.0183125.ref027]\]. Furthermore, constraining hip movements to the sagittal plane with the exoskeleton likely had an effect on speed and efficiency of walking. The weight of the exoskeleton that needs to be overcome during each step should also be minimized.
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###### Data used in all analyses.

Walking speed, cadence, step length; average METs, heart rate, oxygen consumption, and PCI.
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